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Modern Surgery results from the “convergence” and integration 
of many scientific discoveries and technological advancements 

Antiseptics 

Anesthetics 

Antibiotics 

Analgesics 

Anticoagulants 
Modern 
surgery 

Endoscopic 
instruments 

Minimally invasive 
surgery 



Modern Surgery results from the “convergence” and integration 
of many scientific discoveries and technological advancements 

Antiseptics 

Anesthetics 

Antibiotics 

Analgesics 

Anticoagulants 
Modern 
surgery 

Endoscopic 
instruments 

Minimally invasive 
surgery 

Imaging and 
robotics 

Computer-assisted 
surgery 



Patient 

Surgeon 

Processing Unit 

Main Processing Unit 

Preoperative data 

Virtual model 

Surgical Tools 

                  Traditional Tools 

Medical Imaging 

Sensorized Traditional Tools 

Mechatronic Tools 

Robotic Tools 

Intelligent tools 

Computer Assisted Surgery: Functional Scheme 

HMI and CU 

Haptic Interface 

Control Unit 

Visual Interface 

Localization System 

Imaging/Sensor Data 

Intraoperative data 



ROBOTICS 
SURGERY 

LAPAROSCOPIC 
SURGERY 

+ Accuracy 

+ Predictability  

+ Repeatability 

The Evolution of Surgery 

= Quality 

TRADITIONAL 
TECHNIQUES 



The two most successful surgical 
robots so far: 

 DaVinci (teleoperated) 

 CyberKnife (autonomous) 

adopt solutions based on the 
above lessons 



Robotics Surgery: Lessons 
Learned in 25 years 

– Real application domains and 
procedures that benefit 

– Cost/benefit clearly proved 

– Time of intervention kept short 

– Time and complexity for set-up 
to be minimized 

 

 

2008 
and 
2013 

Russ Taylor, 

Arianna 

Menciassi, 

Paolo Dario,  



Surgeon’s Opinion 
   External surgical master-slave manipulators (robots) are here to stay and 

robotic assistance will become the preferred approach, but only for advanced 
certain operations 

 
  Operations which involve intra-corporeal anastomosis of small vessels and 

ducts (3mm) & operations where the operative space is restricted benefit from 
Robotic Assisted Surgery 

 In these operations robotic assistance increases ‘effectiveness’ = reduces the 
level of difficulty and thus increases the number of surgeons who can perform 
these operations well and with safety (not just the very gifted master surgeons)  

  Cost efficacy will increase with competition and increased multi-disciplinary 
usage in high volume centres 

 Internal mini-robots are predicted to replace flexible endoscopy as we know it  

Professor Sir Alfred 
Cuschieri, MD 

Director of the Institute of 
Medical Science and 

technology in Dundee and St 
Andrew's Universities 

Pioneer of endoscopic surgery 



 Consolidating the success story of 
Robotics Surgery by addressing the 
still many open research issues and 
technical/clinical/ industrial limitations 

 Simplifying the complexity and 
reducing the cost of procedures 

 Exploring new avenues and 
paradigms (one more ‘game 
change’ in surgery with robots?) 

What’s next? 



The operating room 
of the year 2030 will 
be a totally different 

environment than 
today 

MASS Screening and EARLY 
diagnosis will have a major 

impact on the type and 
invasiveness of required 

surgical procedures 

Why a Change of Paradigm is INEVITABLE 

The combination of micro/nano/bio technologies, molecular 
biology, chemistry, physics, robotics/microrobotics, etc.  will 

be key technologies enabling future high quality (accurate 
and repeatable), early and minimal invasive surgery 

Professor Sir 
Alfred Cuschieri, 

MD 
Director of the Institute of 

Medical Science and 
Technology in Dundee and 
St Andrew's Universities. 

Pioneer of endoscopic 
surgery 



Prevention: the challenge of 
modern medicine 
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 time 

Clinical symptoms 

Therapy Follow-up 

Diagnosis 

Predisposition 

Gene Chip Biosensor PET-CT 
Molecular Diagnostics Molecular Imaging 

Focused screening 

Treat ASYMPTOMATIC pathologies! 

Courtesy by 
Philips 



Ultra-low 
access and 

endoluminal 
robotics 
surgery  

OUTSIDE: large robot  

INSIDE: very small access 
and tools inside the body 

Trends in Surgical Robotics 
Research 

OUTSIDE: no robots or small 
control platform 

INSIDE: small or modular 
robots 

Capsule-like 
robots 

Da Vinci-like 
robots 

Ultra-low access surgery 

Endoluminal surgery  



Ultra-low access 
and endoluminal 

surgery  

OUTSIDE: large robot  

INSIDE: very small access 
and tools inside the body 

Ultra-low access robotics surgery  

OUTSIDE: no robots or small 
control platform 

INSIDE: small or modular robots 

Capsule-like 
robot 

Da Vinci-like 
robot 

Ultra-low access surgery 

Endoluminal surgery  



Surgical Robots 

In 2010 approximately 
276,200 procedures were 

performed worldwide with a 
40% increase over 2009  

Amadeus Maestro 
(Titan Medical Inc., Canada) 

Alf_X 
(Sofar S.p.A., Italy) 

daVinci Surgical System 
(Intuitive Surgical Inc., CA, USA) 

Approved for 
Human Clinical 

Trials 
THE PRESENT: 
ONE SUPPLIER  

THE NEAR FUTURE: MORE SUPPLIERS 

daVinci Surgical System 
(Intuitive Surgical Inc., CA, USA) 



The ARAKNES Project has received funding from the 
European Community's Seventh Framework Programme 
(FP7/2007-2013) under grant agreement num. 224565. 

ARAKNES Plenary Meeting 
Pontedera, December 13 and 14, 2010 

April 19, 2010  
Titan Medical Inc. (Canadian public company (TSX VENTURE:TMD) 
http://www.titanmedicalinc.com/ ) is pleased to announce that it has 
selected KUKA Robotics Corporation to supply its Lightweight 
Robot (LWR) to be integrated with Amadeus* , a next generation 
robotic surgical system currently under development by the Company. 

Dr. Reiza Rayman, President of Titan Medical Inc., commented as 
follows: 
"KUKA's Light Weight Robot represents a significant 
advancement in medically designed robotic technology. The 
intelligence, speed, and accuracy of the LWR are currently 
unprecedented. We feel confident that this technology will add 

further advanced capability to Titan's Amadeus platform."  

* Amadeus® Robotic Surgical System is the next generation 4-
armed robotic surgical platform. The goal is to bring surgery to a 
completely new level, because technology will give surgeons 
extraordinary capability. 

Titan Medical & KUKA LWR 

http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/
http://www.titanmedicalinc.com/




Laser assisted robotic 
surgery in UROLOGY 

PROBLEM:  
• To perform the laser treatment of benign prostatic hypertrophy 
(BPH), by reconstructing the channel of the prostatic urethra in a 
homogeneous way 
• To increase the accuracy of the treatment  
• To ensure the contact between the laser fiber and the tissue, thus avoiding 
thermal damage (carbonization) as much as possible  
 Prostate 

 

Laser 

BPH 
 

Shared control: 
Cystoscope is mounted 
on the robot’s end 
effector and moved by 
surgeon 

Laser Optics 
 

Case 

FBG Sensor 

Cystoscope 

6 DOF ADEPT Robot 

Imaging system (3D 
RX) 

SOLUTION: a guidance system to provide the surgeon with 
a 3D visualization and sensor feedback 

Strain sensor for detecting 
contact with tissue 

ROBOTIC PLATFORM 



A new EU Project 
Coordinator: Prof. Arianna Menciassi, SSSA 

 Robotic platform: two serial 

commercial manipulators 

 Monitoring system: 2D US confocal 

probe + 3D US probe  

 Delivery system: custom made HIFU 

transducer 

 Sensors: Smart environmental sensors + 

Human-Robot Interaction (HRI) monitoring 

FUTURA 
Focused Ultrasound Therapy Using Robotic Approach 

Merging surgical robotics, non-invasive therapy (e.g. focused 
ultrasounds) and machine learning for medical imaging 

Start: November 1, 2013 



Ultra-low access 
and endoluminal 

surgery  

OUTSIDE: large robot  

INSIDE: very small access 
and tools inside the body 

Ultra-low access robotics surgery  

OUTSIDE: no robots or small 
control platform 

INSIDE: small or modular robots 

Capsule-like 
robot 

Da Vinci-like 
robot 

Ultra-low access surgery 

Endoluminal surgery  



TRADITIONAL 
TECHNIQUES 

SURGICAL 
ROBOTICS 

LAPAROSCOPIC 
SURGERY 

Size: in the ≤ 1 
mm range 

SCARLESS ROBOTIC 
SURGERY 

ACTIVE (ROBOTIC) 
ENDOSCOPIC DEVICES 

AND CAPSULES VASCULAR ROBOTIC 
SURGERY 

The Evolution of Surgery 



Robotics Surgery: Our Vision & Our 
Roadmap 

Capsular 
Endoscopy 

Reconfigurable endoluminal 
platforms 

Intravascular 
robotics 

Surgical 
Robotics 

1=100 [m] 10-1 10-2 10-3 

10-9 [m] 10-6 10-3 

Nano-particles, nano-tubes, 
nano-shells 

Functionalized nano-carriers, 
advanced drugs 

Smart 
structures 

Interventional platforms in the 
meso scale 

Advanced Photonics 



TRADITIONAL 
TECHNIQUES 

SURGICAL 
ROBOTICS 

LAPAROSCOPIC 
SURGERY 

An endoluminal robot could also be seen as a carrier 
of micro/nano therapy agents (i.e. a SHUTTLE) 

Size: in the ≤ 1 
mm range 

Combining robotic technologies, 
“wireless” actuation and biotech for 
transforming systemic therapeutic 
approaches into targeted, local and 
precise therapeutic approaches 



ACTIVE (ROBOTIC) 
ENDOSCOPIC 
DEVICES AND 

CAPSULES 

PASSIVE 
ENDOSCOPIC 

CAPSULES 

TRADITIONAL 
TECHNIQUES 

FLEXIBLE 
ENDOSCOPY 

Passive and Active Endoscopic Devices 

http://www.keymed.co.uk/images/content/service_and_repair/scope_masked2.jpg
http://images.google.it/imgres?imgurl=http://www.endoscoperepair.com/images/ENF-P3.jpg&imgrefurl=http://www.endoscoperepair.com/repairpricing.htm&h=750&w=894&sz=48&hl=it&start=1&um=1&tbnid=bTqyqGq1VLninM:&tbnh=122&tbnw=146&prev=/images?q=flexible+endoscope&svnum=10&um=1&hl=it&rls=DVXA,DVXA:2006-05,DVXA:en&sa=N
http://www.givenimaging.com/given/images/PairOfCapsules.jpg


ORAL ACCESS  

RECTAL ACCESS  

Endoluminal endoscopy and therapy in the 

gastrointestinal tract: different possible accesses 

Colon 

Stomach 

ABDOMINAL 

AND 

UMBILICAL 

ACCESS  

Gastrointestinal Tract 

(from esophagus to 

rectum) : Ø = 10 to 30 

mm 

Small diameter 

Physiological curvature 

Collapsed tissues   

Miniaturization 

Dedicated/Conformable shape 

Active mechanism needed for 

locomotion  



Case Study #1 
 

 

Developing a system for 
painless gastrointestinal 

endoscopy 

RECTAL ACCESS  

Gastrointestinal 

Tract: Ø = 20-30 

mm 



From bio-inspiration to bio-application  
(the EU FET BIOLOCH and the EMIL IMC Projects) 

…like a worm 
in the gut… 

Problems in 

colonoscopy: pain, 

difficult 

maneuverability… 
Semi-autonomous  

inchworm-like 
locomotion 

 



The E-
WORM 

Painless 
Colonoscopy 

System 

SOFT TAIL 

CLAMPER 

FLEXIBLE  
BODY 

BENDING  
SECTION 

CMOS 
CAMERA  

AND 
LIGHT 

SOURCE 



From bio-inspired design to industrial design and 

clinical application (≈ 10 years) 
Bio-inspiration  

Engineering 
design 

 

In vitro and in-vivo 
(animal) validation 

Industrial 
design 

Clinical 
application 

Self propelling, inchworm-like painless colonoscopy system 



E2 produces visibly less deformation to the geometry of the sigmoid. The 

pictures show how the conventional colonoscope is forcing the bowel to 

stretch (red arrows).    

Conventional Colonoscopy E2 endoscopy 

In-Vitro Tests 
Conventional Colonoscopy Vs worm-like colonoscopy 



Int J Artif Organs. 2009 Oct 21;32(8):517-527. [Epub ahead of print] 

Functional evaluation of the Endotics System, a new disposable self-propelled robotic colonoscope: 

in vitro tests and clinical trial. 

Cosentino F, Tumino E, Rubis Passoni G, Morandi E, Capria A. 

Gastroenterology and Digestive Endoscopy, San Giuseppe Hospital, Milan - Italy. 

Abstract 

Objective: Currently, the best method for CRC screening is colonoscopy, which ideally (where possible) is 

performed under partial or deep sedation. This study aims to evaluate the efficacy of the Endotics System, a 

new robotic device composed of a workstation and a disposable probe, in performing accurate and well-

tolerated colonoscopies. This new system could also be considered a precursor of other innovating vectors for 

atraumatic locomotion through natural orifices such as the bowel. The flexible probe adapts its shape to the 

complex contours of the colon, thereby exerting low strenuous forces during its movement. These novel 

characteristics allow for a painless and safe colonoscopy, thus eliminating all major associated risks such as 

infection, cardiopulmonary complications and colon perforation. Methods: An experimental study was devised 

to investigate stress pattern differences between traditional and robotic colonoscopy, in which 40 enrolled 

patients underwent both robotic and standard colonoscopy within the same day. Results: The stress 

pattern related to robotic colonoscopy was 90% lower than that of standard colonoscopy. Additionally, the 

robotic colonoscopy demonstrated a higher diagnostic accuracy, since, due to the lower insufflation rate, it 

was able to visualize small polyps and angiodysplasias not seen during the standard colonoscopy. All patients 

rated the robotic colonoscopy as virtually painless compared to the standard colonoscopy, ranking 

pain and discomfort as 0.9 and 1.1 respectively, on a scale of 0 to 10, versus 6.9 and 6.8 respectively 

for the standard device. Conclusions: The new Endotics System demonstrates efficacy in the diagnosis of 

colonic pathologies using a procedure nearly completely devoid of pain. Therefore, this system can also be 

looked upon as the first step toward developing and implementing colonoscopy with atraumatic locomotion 

through the bowel while maintaining a high level of diagnostic accuracy. 

http://www.ncbi.nlm.nih.gov/pubmed?term="Cosentino F"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Cosentino F"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Cosentino F"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Tumino E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Tumino E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Tumino E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Rubis Passoni G"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Rubis Passoni G"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Rubis Passoni G"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Rubis Passoni G"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Rubis Passoni G"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Morandi E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Morandi E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Morandi E"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Capria A"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Capria A"[Author]
http://www.ncbi.nlm.nih.gov/pubmed?term="Capria A"[Author]


From “wired”painless colonoscopy 
to “wireless” GI endoscopy  



Lessons learned  
Reasons for smooth 
implementation: 

– Easy access (Φ= 
20÷60mm) 

– Two-ended openings 

–  Sterilization not required 
(just disinfection) 

–  External energy source 
available 

P. Dario and 
A. Menciassi 

Scientific 
American, 

August 2010 



Case Study #2 
 

 

Swallowable Endoscopic 
Capsules 

Oesophageal 

Tract:  

Ø = 10 to 15 mm 

ORAL ACCESS  



Passive commercially available wireless 
capsule endoscopy 

Low sensitivity for detecting colonic lesions (64% 
for lesions 6 mm or bigger, compared with the use of 

standard colonoscopy) 

G. Iddan, and P. Swain, “History and development of capsule endoscopy”, 
Gastrointest. Endos., vol. 14, pp. 1-9, 2004. 

Benefits:  
Small system dimension 
Low invasiveness procedure 
Access to small bowel  

 
Limitations: 

Passive locomotion  
False negative results  



ACTIVE CAPSULE: a wireless 
endoscopic ‘SHUTTLE’ 

35 

Telemetry 

Locomotion 

Processing 

Diagnostic 
tools 

Therapeutic 
tools 

Energy 

Vision  

The engineering design challenge: all 
components MUST fit in a swallowable size 

(Ø ~12 mm x L~ 32 mm) 



VISION 

LOCOMOTION 

PROCESSING 

ENERGY 

TELEMETRY  

15mm 

32mm 

Case Study #2 Swallowable 

Endoscopic Capsule 
Oesophageal Tract:  

Ø = 10 to 15 mm 

 Inside or 

from 

outside  



A. Moglia,  et 

al. THE 

LANCET, Vol 

370 July 14, 

2007, pp. 114-

116 

M. Quirini, et al. 

GASTROINTESTINAL ENDOSCOPY 

Vol. 67, No. 7, 2008 

SCIENTIFIC AMERICAN - A voyage through the 

human body is no longer mere fantasy. Tiny 

devices may soon perform surgery, administer 

drugs and help diagnose disease. -By Paolo Dario 

and Arianna Menciassi 

Attempt #1: Legged 

capsule 
Oesophageal Tract:  

Ø = 10 to 15 mm 

ORAL ACCESS  



Bioinspired design of an active endoscopic 
capsule 

…like a worm 
in the gut… 

Problem: pain, 

difficult 

maneuverability… 

Solution: 

inchworm 

locomotion, 

self-

adaptability 

Problem: slow, 

not adequate 

for different 

gut 

diameters… 

Solution: legged 

locomotion, insect-

like capsular 

endoscopy 



Active, wireless, 
miniature capsule 
for endoscopy in 
the tubular GI 

tract 



Modeled degrees of freedom:  3 (body trans.) + 3 (body rot.) + 3n (legs) 

Free body kinematics 



Modeled degrees of freedom:  3 (body trans.) + 3 (body rot.) + 3n (legs) 

Free body kinematics 



“Rower Gait" 

Front/rear phase: 0° 
Period: 3 s 
Full interval: 12 s 
Traveled distance: 23 mm  

“Out of phase rower gait" 

Front/rear phase: 180° 
Period: 3 s 
Full interval: 12 s 
Traveled distance: 144 mm  

Comparing different gait patterns 

mean cycle power: 30 mW 

energy / distance:   2.5 J/m  

 



Legged capsule for tubular organs. 
From 4 to 8 and 12 biomimetic legs, with 

the aim of improving locomotion 

Features: 12 legs (6 in the front and 6 in 

the rear part) 

Dimensions: Φ11 mm; L30 mm 

Average speed: 5 cm/minute 

Pulling force: 3.8 N  0.66 N per leg 

1. P. Valdastri, R. J. Webster III, C. Quaglia, M. Quirini, A. Menciassi, P. 

Dario, “A New Mechanism for Meso-Scale Legged Locomotion in 

Compliant Tubular Environments”, IEEE Transactions on Robotics, 

2009, Vol. 25, No. 5, pp. 1047-1057. 

2. C. Quaglia, E. Buselli, R. J. Webster III, P. Valdastri, A. Menciassi, P. 

Dario, “An Endoscopic Capsule Robot: A Meso-Scale Engineering Case 

Study”, Journal of Micromechanics and Microengineering, 2009, Vol. 

19, No. 10, 105007. 

3. E. Buselli, P. Valdastri, M. Quirini, A. Menciassi, P. Dario, “Superelastic 

leg design optimization for an endoscopic capsule with active 

locomotion”, Smart Materials and Structures, Vol. 18, No. 1, January 

2009. 



4-8-12 legs for a capsule 

Increasing the leg number aims at two main 
goals: 

1) more legs distribute the force necessary to 
propel the capsule over more points of 
contact, thus reducing the individual foot 
force and tissue irritation; 

2) more points of contact improve the 
propulsion of the capsule in the folded, 
loose, highly deformable, unstructured 
environment of the colon. 



Optimization of capsule legs in terms of degrees of freedom, 
number and friction enhancement areas 

1. Diameter: 11.1 mm;  

2. Length: 28 mm (38.5 mm with 

camera); 

3. 12 legs; 

4. 2 DC brushless motors (NAMIKI); 

5. Force at the leg’s tip of about  

1N;  

6. No frontal latex balloon required; 

7. On board electronics drivers; 

8. Power consumption: 0.66 W. 

The capsule 
includes more 

than 70 high 
precision 

components 

The 12-leg capsule main 
features 



Battery Pack  (1000 

mm3) 

Camera  (300 mm3) 
Telemetry  (200 mm3) 

11.1 

Total volume: 3789 mm3   

Locomotion mechanism  (2089 mm3) 

51.25 

17.4 33.85 

Wireless Legged Capsule: The Energy 

Problem 

• Spatial constraints 

• Locomotion 

system volume 

Add telemetry, 

drivers and 

batteries on board  

The pill becomes 

too long to be 

swallowed 



ACTIVE capsules developed at The BioRobotics Institute 

47 



The MAJOR problem for active, legged 
endoscopic capsules 

POWER! 

A legged 
capsule 

incorporating 
state-of-art 

batteries 
could only 

walk for less 
than 30 

minutes along 
the GI tract 



The capsule has an additional module 
containing the transceiver unit (for 
control and telemetry), two batteries 
and the miniaturised motor control 
board 

Tender size: D = 15 mm; L = 35 mm 

1. 2 batteries: LP20, Plantarco Ltd.-
Canada, 20mAh, 3.7V, 12x9x3.2mm 

2. Wireless transceiver RC2300, 
12x25 mm 

3. Motor driver board, D = 10 mm; h 
= 2.5 mm 

 Duration = 13 locomotion cycles 

Attempt #2: adding modules 
(“tenders”) containing energy sources 

1 

2 3 

Tender solutions have been also considered by 
gastroenterologists. E.g.: C. P. Swain, “Method, system 
and device for in vivo biopsy”, WO2005112460 



Limitations of the “tender” approach 

Attempt #3: Wireless 
Electromagnetic Guidance 

- Swallowability 
- Safety and comfort 
- Steerability 
 



VISION 

LOCOMOTION 
(Propellers) 

PROCESSING ENERGY 
(Battery) 

TELEMETRY  

1
5

m
m

 

29mm 

32mm 

1
2

m
m

 
Stomach Endoscopy 

(Gastroscopy) : 
Ø = 10 to 15 mm 

Attempt #3: Wireless 
Electromagnetic Guidance 

External 
control 



Ingestion of liquid in context with the examination allows to obtain organ 
distension, thus making possible a low power 3D locomotion in the stomach 

Wireless Capsule for PAINLESS GASTROSCOPY 

D=11 mm, L=29 

mm (scalable 

down) 



VISION 

LOCOMOTION 
(embedded 

micromagnets) 

PROCESSING ENERGY 
(Buffer 
battery) 

TELEMETRY  

1
2

 m
m

 

26 mm 

29mm 

1
1

 m
m

 

Attempt #4: Wireless 
Magnetic Guidance 

Oesophageal Tract:  
Ø = 10 to 15 mm ENERGY 

(EXTERNAL 
MAGNETS) 



A solution to overcome the energy problem in active 
capsular endoscopy: robot-assisted wireless magnetic 

guidance 

Endoluminal magnetic locomotion can be extremely 
precise when the external magnet (s) is/are moved 

by means of high precision robot(s) 

Robotic unit 

Patient’s abdomen 

magnet 

Localization module 

Capsule 

PC- robot 
communication 

PC 

Localization 
algorithm 

Position 
feedback 

Robot control 

Localization 
data 

Magnetic 
interaction 



Screening Capsule: low-rate image 

capsule without telemetry with remote 

diagnostic purpose to be proposed as 

a pharmaceutical device 

Diagnostic Capsule: high-rate 

image real time capsule with 

diagnostic capabilities and 

active locomotion 

Therapeutic Capsule: high-rate 

image real time capsule with the 

integration of therapeutic tools  

The EU VECTOR and the 

Korea IMC Projects 



Sensitivity 

                             

lux 0.1@555nm,27°C, 30msec. 

W/m2 1.7×10-4@27°C, 30msec. 

Responsivity V/lux*sec. 0.52@555nm, 27°C 

V/W/m2*sec. 360@@27°C 

Dynamic range dB 50 

SNR dB 46(max) 

Pixel Noise % 0.70 

Fixed Pattern 

Noise 

% 0.86 

2.5mm 

3.0mm 

Custom image 
sensor 

Camera on Chip 

Resolution QVGA 

Active area 320×240 

Optical format inch 1/11 

Pixel Pitch µm2 4.4×4.4 

Shutter type rolling 

Die dimension mm2 2.5×3.0 

Multispectral illumination 



Raw images with multispectral illumination 
and positive lens 



Narrow Band Imaging 

In vivo images from pig open stomach 



Robot-guided, magnetically actuated 
endoscopic capsule 

G. Ciuti, R. Donlin, P. Valdastri, A. Arezzo, A. Menciassi, M. Morino 

and P. Dario: Robotic versus manual control in magnetic steering 

of an endoscopic capsule. Endoscopy, vol. 42, pp. 148-152, 2010. 



VISION 

LOCOMOTION 

PROCESSING 

ENERGY 

TELEMETRY  

1
2

 m
m

 

26 mm 

29mm 

1
1

 m
m

 

Attempt #5: Swallowable, active 

endoscopic capsules with additional 

therapeutic and diagnostic capabilities 

 Oesophageal Tract:  

Ø = 10 to 15 mm 

THERAPEUTIC/
DIAGNOSTIC 

TOOLS 



 
 

Endoscopic capsules with imaging 
capabilities AND additional 

functionalities 
  

 Biopsy capsules 
 Capsules for painless colonoscopy 
 Capsules releasing “components” 

 



bistable mechanism (closed 

capsule without external field) 
 
activation by external field 
(no internal motor) 

 
effective adhesion to bowel 
wall (by magnetic attraction force) 

I) Adhesion II) Sampling III) Storage 

Magnetic actuation 

Biopsy Capsule 

CD (Coeliac Disease) 
(duodenal biopsy 

required) 



In-vitro Tests 

MAGNETIC LOCOMOTION  EXTERNAL ACTIVATION 
CLOSED LOOP CONTROL 

(wired capsule) 

Ex-Vivo Tests 
• mechanical prototype 
• section of porcine small bowel 

endoscope capsule 

insufflation 

Biopsy Capsule 



 
 

Endoscopic capsules with 
additional functionalities 

  
 Biopsy capsules 

 Capsule for painless 
colonoscopy   

 Capsules releasing 
“components” 

 



Traditional vs. robotic capsule colonoscopy 
Traditional colonoscopy Robotic capsule colonoscopy 

Remote user 
controller  

User controller  

Loeve Arjo, Paul Breedveld, and 

Jenny Dankelman. "Scopes too 

flexible... and too stiff." Pulse, 

IEEE 1.3 (2010): 26-41. 



Capsule shell: 

 26mm in length and 11mm 

in diameter, less than the 

commercial PillCam Colon 

(11mm × 31mm) 
 

Operating channel:   
air  and water injection and endoscopic tools  

introduction for therapeutic and surgical procedures 

Video module:  
color VGA 

camera and 4 
light emitting  
diodes (LED) 

Hall-effect sensor:  
on-board magnetic 

field sensor that 
provides real-time 

clues about the 
magnetic link 

strength 

Washing system:  
injection of water for the 

glass cleaning from a 
dedicated channel and 

nozzle 

Robot-guided, magnetically-actuated 
endoscopic device for painless colonoscopy 



In-vitro, ex-vivo and in-vivo experimental tests 

Magnetically-Actuated Capsule for 
Painless Colonoscopy 



 
 

Endoscopic capsules with 
additional functionalities 

  
 Biopsy capsules 

 Capsule for painless 
colonoscopy 

 Capsules releasing 
“components” 

 



Endoscopic capsule releasing a 
superelastic clip 

Main Components 

• Magnets for external 
magnetic steering 

• Motor and mechanism 
for clip releasing 

• Wireless motor controller 

 

Bench testing demonstrated a tear-
off force between 2.5 N and 5.3 N  

For the treatment of 

gastrointestinal 

bleeding and for 

endoscopic 

digestive organ wall 

closure.  



Capsule for medicated /n-film delivery 

Camera 
N.2 mobile covers 

Grooves for mucus  
displacement 

 The capsule is magnetically guided to target location 

Main Features 

Size: 13 x 36 mm (currently) 

Locomotion: magnetic  

Powering: on-board battery 

Actuation: SMA (trigger) 

Area for film: ~ 1 cm2 

Can remove mucus from tissue 

 Mucus can be removed from target tissue by capsule scraping (roll motion) 

Robotic arm 

Robotic capsule 
device 

External 
permanent 

magnet 



Capsule for medicated /n-film delivery 
Film is pushed against tissue; capsule (in particular plate) is guided away 
(yet film sticks)  

Battery 

Supporting-film 
plate 

ELECTRONIC 
BOARD 

BATTERY 

ROBOTIC CAPSULE 
DEVICE 

Main Features 

Size: 13 x 36 mm (currently) 

Locomotion: magnetic  

Powering: on-board battery 

Actuation: SMA (trigger) 

Area for film: ~ 1 cm2 

Can remove mucus from tissue 
 System prototype  

Porcine tissue 

Patch 

Robotic 

capsule 



Magnetic nanofilms as nanoplaster for 

endoluminal surgery 

10 mg/ml NP (200 nm) in PLA 20 mg/ml  10 mg/ml NP (40 nm) in PLA 10 mg/ml 

Film covering an 

incision on the 

mucosal wall 

gastric wall magnetic nanofilm 
The film follows the folds of the 

mucosal wall, completely covering it. 



 

SUPCAM	capsule	

Colon	 ssue	 Colon	 ssue	

Configura on	for	a rac on		 Configura on	for	steering	

Abdominal	 ssue	 Abdominal	 ssue	

New cost effective and minimally invasive endoscopic device able to 

investigate the colonic mucosa, ensuring a high level of navigation accuracy 

and enhanced diagnostic capabilities 

The SUPCAM is a project funded under the "Research for SMEs" scheme belonging to the 7th Framework Programme 

(FP7/2007-2013) under grant agreement No. FP7-SME-315378.c 



SUPCAM project 
The aim of SUPCAM project is the development of an endoscopic capsule whose structure 

and innovative design allow to safely and accurately guide it along the colonic lumen 

from the outside, through an electromagnet, completely wireless. 

 

Project consortium 

 

The SUPCAM is a project funded under the "Research for SMEs" scheme belonging to the 7th 

Framework Programme (FP7/2007-2013) under grant agreement No. FP7-SME-315378.c 

http://www.supcam.eu/ 



The SUPCAM platform ensures an accurate vision of the mucosa of the colon, a reduction 

of clinical risk, and an improvement of acceptability by the patient with a potential wide 

diffusion on the territory 

External localization 

module 

Console 

Robotic manipulator 

Capsule 

Electromagnet 

SUPCAM project 



Having learned the techniques to finely control 
the positioning of an endoluminal capsule by 

means of an external robot, we can now 
envisage a wide class of novel applications. For 

example, refilling an implanted artificial 
pancreas by means of oral capsules 

containing insuline  

Docking  
and  

aspiration 

Site of implant 1 

Docking  
and  

aspiration 

Site of implant 2 



Multiple daily insulin injections 
• The patient is slave of his/her 
pathology 
• Long-term complications 
• Non-physiologic insulin profile 

Wearable artificial pancreas 
• Delays in insulin adsorption 
• Common daily activities strongly affected  

Implanted artificial pancreas 
• Limited lifetime 
• Need of complicated periodical 
refilling procedures (surgical 
operations needed every 3 
months) 
• Low insulin stability in the 
implanted device  

Holy Grail of diabetes treatment 
Long-term totally implantable AP 

refillable through insulin pills 

A Novel Concept: Magnetically-Controllable Insulin-
Filled Capsules as Carriers for Diabetes Treatment 

  347 million people worldwide suffer from diabetes 

  diabetes deaths are expected to double between 2005 and 2030 

  worldwide diabetes market: from $ 14.9 billion in 2009 to $ 55 billion in 2019 

  lifestyle strongly affected by traditional therapy 

 



SENSORIZED 
SWALLOWABLE 

CAPSULE 

DOCKING 
SYSTEM 

PASSIVE VALVE 
AND NEEDLE 

SYSTEM 

Novel implantable artificial pancreas * 

 

Docking  
and  

aspiration 

Site of implant 1 

Docking  
and  

aspiration 

Site of implant 2 

* Ricotti et al. PCT Patent    
   WO/2012/011132 , 
   Jan 2012  

 



Sensorized Swallowable Capsule 

PDMS CAPSULE 
Φext = 12 mm 
Φint  = 10 mm 
t = 1 mm 
H = 30 mm 
 

FERROMAGNETIC 
RING 
Φext = 14 mm 
Φint  = 12 mm 
H = 7 mm 
 
 

TEFLON 
CAPSULE 
MOULDS 

Insulin content for each 
capsule ≈ 2 ml 

~ 2 week autonomy for 
the implanted Artificial 

Pancreas 
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From Case Study #2 to Case Study #3 

Abdomen by 
NOTES/Single Port 

Access: Ø = 15 to 32 mm 

Gastrointestinal Tract: 
Ø = 10 to 30 mm 

Simple diagnostic robots 
(capsule-like) with limited 

therapeutic capabilities 

Dexterous endoluminal robots  
with diagnostic/ 

therapeutic/surgical 
capabilities 

From one to many 
capsules: 

reconfigurable 
robots for the 

exploration and for 
real surgery in the 

human body 



From Single Capsules to a Molteplicity of Capsules: 
Modular and Reconfigurable Surgical Instruments 



Case Study #3 
 

Evolution of the “tender” 

approach: multiple swallowable 

modules to be assembled and 

disassembled inside the 

stomach 
 



Prototype of a robotic module 
Φ15.4 X 36.3 , 5.6 g, 2 DOF 

battery Control 
Board 

Motor 
(4mm) 

Casing 

±90 
° 

Motors 
battery 

Control Board 

360 ° 



Teleoperation of a module 



LAPAROSCOPIC 
SURGERY 

TRADITIONAL 
TECHNIQUES 

ROBOTIC 
SURGERY 

SCARLESS 
ROBOTIC 
SURGERY 

Scarless Robotic Surgery 



Case Study #4 
 

Evolution of the concept of 

“modular” approach towards the 

design of clinically usable surgical 

tools 
 



- Small dimension  

- Anatomical constraints 

- Safety issues 

 

- Totally scarless 

-  Reduce post-interventional 

complications    

OESOPHAGEAL  

ACCESS  

TRANSVAGINAL 

ACCESS  

-Fulcrum effect 

- Instruments collision 

-Triangulation  limitation 

 

- Single scarless  incision 

Abdomen by 

NOTES/Single Port 

Access access: Ø = 15 

to 32 mm 

NOTES (Trans-

Oesophageal or 

Trans-Vaginal 

SINGLE PORT 

ACCESS  

(Trans-

Umbilical) 

UMBILICAL 

ACCESS  

Different Accesses 



Clinical Platform (umbilical access) 

Research Platform (trocar/NOTES access) 

Abdomen by Single Port 
access: D = 20-32 mm 

Abdomen by trocar 
access: D = 10-15 mm 

ARAKNES platforms 



ARAKNES (Array of Robots Augmenting the 
KiNematics of Endoluminal Surgery) EU 

Project (2008-2012) 

User Console 

Bimanual Controller 

Autostereoscopic 
Display 

Additional  
Displays 

Patient Support System 

ARAKNES robotic unit  
for esophageal access 

ARAKNES robotic unit  
for umbilical access 



The ARAKNES Vision: Bringing the 
Operating Room Inside the Patient 

Emostatic 

sponges 

Suction/Irrigation 

Grasper  

Vision  

Clip 

Applier 

Needle Holder 

Endobag  

Retractor 

Ultracision 

Biochemical 

and Optical 

Probes  



SPRINT (Single-Port lapaRoscopy 
bImaNual roboT) robot 



System Delivery Through the Introducer 

The SPRINT introducer enables simple changes of 
tools and the insertion of additional sensors 
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Characterization by Surgeons 

G. Petroni, M. Niccolini, A. Menciassi, P. Dario, A. Cuschieri, A 
novel intracorporeal assembling robotic system for single-port 
laparoscopic surgery, Surgical Endoscopy, 2012 

SURGEON Background 1 2 3 4 5 6 

AGE 46 49 37 51 70 47 

SPECIALIZATION Gener
al 

Surge
ry 

Urol
ogy 

Gener
al 

Surger
y 

Gener
al 

Surge
ry 

Laparosc
opic 

Surgery 

Gynecol
ogy 

# OF YEARS OF 
EXPERIENCE 

21 20 12 25 >30 20 

EXPERIENCE WITH 
ROBOTIC ASSISTED 
LAPAROSCOPY 

YES YES YES YES YES YES 

EXPERIENCE IN SINGLE 
PORT LAPAROSCOPY 

YES NO YES YES YES YES 

Peg Transfer Task  

Suturing Task 



SPRINT Robot: In-Vivo Tests 

G. Petroni, M. Niccolini, S. Caccavaro, C. Quaglia, A. Menciassi, S. Schostek, G. 

Basili, O. Goletti, M. Schurr, P. Dario, A novel robotic system for single-port 

laparoscopic surgery: preliminary experience, Surgical Endoscopy, 2012 



Challenges in vascular therapy: 
Reaching the target (Vascular 
system diameter: 8 to 5 mm) 

Bringing therapeutic actions to the 
target 

VASCULAR SURGERY 

NOTES (Natural Orifice 
Transluminal Surgery) SURGERY 

Reaching the target (esophagus 
diameter about 14 mm) 

Bringing actions to the target 

ABDOMINAL SURGERY 

The Quest for Miniaturization 

Challenges in neuro endoscopy: 
Reaching the target (spinal cord 

diameter: 4 to 1.5 mm) 
Bringing actions to the target 

NEURO ENDOSCOPY 



Challenges in vascular therapy: 
Reaching the target (Vascular 
system diameter: 8 to 5 mm) 

Bringing therapeutic actions to the 
target 

VASCULAR SURGERY 

NOTES (Natural Orifice 
Transluminal Surgery) SURGERY 

Reaching the target (esophagus 
diameter about 14 mm) 

Bringing actions to the target 

ABDOMINAL SURGERY 

The Quest for Miniaturization 

Challenges in neuro endoscopy: 
Reaching the target (spinal cord 

diameter: 4 to 1.5 mm) 
Bringing actions to the target 

NEURO ENDOSCOPY 



From bio-inspiration  
to bio-application for endoluminal surgery 

A soft robotic arm that can squeeze through a standard 
12mm diameter Trocar-port, reconfigure itself and stiffen 
by hydrostatic actuation to perform compliant force 
control tasks while facing unexpected situations. 

Bioinspiration 

Margheri L., Mazzolai B., Ponte G., Fiorito G., Dario P., Laschi C. (2010) Methods and tools for the anatomical study 

and experimental in vivo measurement of the Octopus vulgaris arm for biomimetic design, IEEE RAS / EMBS 
International Conference on Biomedical Robotics and Biomechatronics (BioRob 2010), Tokyo, Japan. 

Sumbre G, Fiorito G, Flash T, Hochner B (2006) Octopuses use a human-like strategy to 
control precise point-to-point arm movements. Curr Biol 16:767-772. 

Arms Elongation : 70% of arms mean elongation 
corresponding  to 23% of diameter reduction 

Fetching movement: from flexible to articulated 
structure 



O
C

T
O

P
U

S
 p

r
o

je
c
t 

(
2

0
0

8
 -

 2
0

1
2

)
 



The STIFF-FLOP EU Project 

 To use biological inspiration to create novel, flexible 
manipulator structures that are inherently capable of morphing 
their state from completely soft to entirely articulated, 

 Distributed tactile/pressure sensing to locally adapt to and 
compensate for changes in the environment 

 To advance learning and cognitive reasoning in a complete 
embodiment of a hyper-redundant manipulation system that 
experiences and learns from physical interactions with its 
environment, 

 Novel 3D haptic feedback providing surgeon with a “feel” for 
the remote environment 

 Developing cognitive behaviour by learning from human in the 
loop 



Up to 115° bending,  and 66% elongation. 

Multi-Directional Bending Module 

Flexible silicone 
actuator with three 
embedded fluidic 
chambers for multi 
directional bending 

Bellow- shaped braided structure 



Clinical Platform (umbilical access) 

Research Platform (trocar/NOTES access) 

ARAKNES platforms 

Abdomen by Single Port 
access: D = 20-32 mm 

Abdomen by trocar 
access: D = 10-15 mm 



The Quest for Miniaturization: 
Endoluminal Robotic Surgery 

Flexible Endoscopic Surgery (NOTES) 

Single-Port Laparoscopic Surgery 



Umbilical incision 3 weeks after 
single-port nephrectomy (kidney 
removal) leaves little to no scarring 

N.O.T.E.S and Single Port Laparoscopy: 

 no visible scars! 

Abdominal incision 1 year after 
open surgery 

Laparoscopic scar after 15 days 

Laparoscopic surgery 

Open surgery 



ARAKNES Research Platform: an Overview 



ARAKNES Research Platform 

 Anchoring frame (3 DoFs, 
length 186 diameter 14) 

 Docking/Undocking  
mechanism 

 Modular robotic units  

 4+EE Dofs Manipulator 
(length 80 diameter 12) 

 2 DoFs Retractor (length 
48 diameter 12) 

 2 DoFs Stereoscopic 
Camera (length 60 
diameter 12) 

 Magnetic levitation camera 
MLC (4 DoFs) 

ANCHORING 
FRAME DOCKING/UN- 

DOCKING 
MECHANISM 

MODULAR ROBOTIC UNITS  

MLC 



MIM: Magnetic Internal 

Mechanism  

MLS camera enabling two port laparoscopy 

Single Port Procedure 



Miniature robotic units 
Main function: to perform basic surgical tasks (vision, manipulation, cutting) 

Camera robot (2 DoFs) 
Electronics for motors control 
and wireless communication 

 Each module can provide 51.3 mNm pitch torque and 10.15 rotation 

torque (that corresponds to 0.65 N a the tip of the manipulator)  

Electro-cutter robot (4 DoFs) Manipulator (3 DoFs + EE) 



Manipulator and Electro-cutter robots 

2 DOFs basic module with 
integrated electronics 

Modules assembly to build the 
robotic unit 

 12 mm diameter, 30 mm length 

 2 DOF – 2 Brushless motors 4 mm diameter (Namiki, 

Japan) 

 Roll motion – spur gears 

 Pitch motion – worm and helical gear 

 Measured pitch torque:51.3 mNm, speed 90 deg/s 

 Measured rotation torque:10.15 mNm, speed 190 deg/s 

Each module has independent electronics, actuators, mechanisms, controller 
and dedicated powering from the anchoring frame 



Experiments 



Challenges in vascular therapy: 
Reaching the target (Vascular 
system diameter: 8 to 5 mm) 

Bringing therapeutic actions to the 
target 

VASCULAR SURGERY 

NOTES (Natural Orifice 
Transluminal Surgery) SURGERY 

Reaching the target (esophagus 
diameter about 14 mm) 

Bringing actions to the target 

ABDOMINAL SURGERY 

The Quest for Miniaturization 

Challenges in neuro endoscopy: 
Reaching the target (spinal cord 

diameter: 4 to 1.5 mm) 
Bringing actions to the target 

NEURO ENDOSCOPY 



LOCOMOTION 
THERAPEUTIC 

TOOLS 

11mm 

26mm 

Vascular system 
Ø = 8 to 6 mm 

10mm 

6mm 

Case study #6. The GRAND 

CHALLENGE: from the gastrointestinal 

tract to the vascular system 



A computer-assisted robotic platform for 
soft-wired therapy of vascular 

obstructions 

US probe for tracking 

+US focused 

transducers for 

mechanical 

thrombolysis 

Magnetic field 

generator for 

dragging 

Release of 

microbubbles and 

magnetic particles for 

debris collection 



The MicroVast Platform 
Navigation module: 

External robots holding 
a permanent magnet and 

a diagnostic US probe. 

Therapeutic 
module:  

Focused US 
thrombolysis 
enhanced by 
microbubbles 

released by means 
of a magnetic 

internal 
mechanism 

Debris collection module: Binding 
of magnetic particles to thrombus for 

collection and retrieval of debris 



The MicroVast Robot Carrier 

8 mm 

8
 m

m
 

Microbubbles  

Functionalized nanoparticles  

1
 m

m
 

Permanent magnet  

Softly-tethered 

capsule 



Navigation Module: System Overview 

EPM: External Permanent Magnet - HMI: Human Machine Interface 

Navigation module: 
External robot holding a 
permanent magnet and a 

diagnostic US probe 
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Ult rasounds-based cont rol loop  

+ 

US I MAGE 

DEVI CE CENTER OF 

MASS DI SPLACEMENT 

FROM US I MAGE 

CENTER 

I MAGE 

PROCESSI NG 

ROBOTS 

MOVEMENT  
HMI 

Slave 
PC  

Master 
PC 

Robotic arm 
+  

EPM 

DEVICE 

Robotic arm 
+  

US probe  



Navigation Module: in-vitro test 
In-vitro 3D tracking algorithm 

validation: 3D model based on the 
combination of the US-based tracking 
algorithm and the pre-operative path 

registration 

In-vitro experimental test of the 
MicroVast platform on a cardiovascular 

ecographic compatible phantom with US-
based tracking algorithm 



Ex-vivo MicroVast platform validation on an explanted aortic vessel– 
combination of US-based tracking algorithm and pre-operative path registration for 

autonomous locomotion. 

Navigation Module: ex-vivo test 

The US-based algorithm control loop is processed with an average time of 13 ms. An 
average number of 12 features were extracted from each frame of the segmented 

endoluminal capsule 



 
 However, clinical application is still limited mainly because of lack of 

information on involved phenomena, optimized parameters and safety for 
healthy tissues 

 

 US can transmit high levels of energy through the body and its 
effectiveness in attacking thrombi has been demonstrated in several 
works * 

 Cavitation is credited to play a 
major role in the dissolution 
process; addiction of micro-
bubbles can augment treatment 
efficacy 

High Intensity Focused Ultrasound 
(HIFU) Thrombolysis (dissolution of 

a blood clot): 

* R. Medel et al., "Sonothrombolysis: an emerging modality for the management of stroke" , 
Neurosurgery,65(5),2009. 

 

Therapy Module: Set-up 
Therapeutic module:  

Focused US 
thrombolysis enhanced 

by microbubbles 
released by means of a 

magnetic internal 
mechanism 



Clots can be dissolved at high power (65W) in approximately 
2 minutes  

 

Freq. 1MHz - Power 65W - Pulse Length 450μs - Duty Cycle 1:10 - Flow rate 2ml/min 

Therapy module - High Intensity Focused 

Ultrasound Thrombolysis: Results 

Velocity 4X 



Debris collection: Set-up & Validation 

Debris 
collection 

module: Binding 
of magnetic 
particles to 

thrombus for 
collection and 

retrieval of 
debris. 

  Magnetic  particles binding to 
antibody 

 Electrostatic & clot antigen binding to 
magnetic particles (MPs) 

Control Clot Magnetotactic Clot 

Qualitative assessment of obtained 
magnetotactic clot 

  Preparation technique  



Debris Collection: Set-up & Results 

Magnetotactic clot dragging 

 

 

 

 

Magnetotactic Clot Dragged in a fluidic channel. 

Results: Magnetotactic clot dragged inside a fluidic channel by 
means of External Permanent Magnet  

 

 

Khorami  Llewellyn et.al “Magnetic Dragging of Vascular Obstructions by Means of 
Electrostatic and Antibody Binding”, ICRA 2012 



Polymer nanofilms for intravascular applications 
Challenge: development and positioning of functionalized 

nanostructured polymeric membranes to be used as devices for 
drug delivery and/or physical stimulation 

Thickness: from ~ 50 nm to ~ 500 nm 

Ricotti et al. Biomed Microdev. 12: 809 (2010) 
 

Ricotti et al. Biomed Mat. 6: 031001 (2011) 
 

Pensabene et al. Acta Biomater. 7: 2883 (2011) 
 

Mattoli et al. Proc Comp Sci. 7: 337 (2011) 

Inclusion of specific drugs or active 
nanoparticles in the different layers of the 

polymeric matrix 

Anti-restenosis 
drugs (e.g. 

Dexamethasone) 

Magnetic or 
piezoelectric 
nanoparticles 



microcapsule 

Water-soluble sacrificial layer 

Therapeutic nanofilm 

Outer signals for probe 
steering and/or nanofilm 
activation 

Polymer nanofilms for intravascular applications 

Biodegradable nanofilms able to stably adhere to the artery 
internal wall and to release there therapeutic agents in a 

temporized (or triggerable) way would accomplish both the 
functions of restenosis prevention and wall regeneration. 

Critical issues: 
 

• controlled and safe film 
positioning 
 

• long-term film stability in 
dynamic flow conditions  

Damaged wall cells: negatively charged 
 

Multilayer nanofilms: positively charged 
 

Electrostatic-mediated stability 

Lower nanofilm 
thickness  

Higher mechanical 
stability 



Challenges in vascular therapy: 
Reaching the target (Vascular 
system diameter: 8 to 5 mm) 

Bringing therapeutic actions to the 
target 

VASCULAR SURGERY 

NOTES (Natural Orifice 
Transluminal Surgery) SURGERY 

Reaching the target (esophagus 
diameter about 14 mm) 

Bringing actions to the target 

ABDOMINAL SURGERY 

The Quest for Miniaturization 

Challenges in neuro endoscopy: 
Reaching the target (spinal cord 

diameter: 4 to 1.5 mm) 
Bringing actions to the target 

NEURO ENDOSCOPY 



Neuroendoscopy of the spinal cord 
• Diseases of CNS can be particularly devastating because 

of limited intrinsic regenerative capacities and currently 
available therapies provide limited functional recovery; 

•  Owing to the low penetration rate, it is difficult using 
systemic delivery to achieve the suitable localized drug 
concentration 

Size of the Sub Arachnoid Space, mm  



Neuroendoscopy by an active catheter: in-vivo 
validation 

In vivo experimentation on Pig in 

Ozzano (Bologna) 

Successful endoscopy (see images below) 

of the whole spinal cord, from lumbar 

access up to cervical tract, with direct 

nerve stimulation through endoluminal 

electrode 

Pia Mater 
 

nerve root with 

blood vessel 

Nerve root 
 

Pia Mater with 

blood vessel 



Magnetic micro/milli-robots inside the 
Central Nervous System (CNS) 

millirobots 

Spinal canal nerves 

•  Medical diseases of CNS can be particularly devastating 
because of limited intrinsic regenerative capacities and currently 
available therapies provide limited functional recovery; 

•  Owing to the low penetration rate, it is difficult using systemic 
delivery to achieve the suitable localized drug concentration; 

•  Medical micro/milli robots could enable minimally invasive 
access to reach these locations reducing the morbidity of current 
procedures while also enabling a broad range of new ones ; 

•  A feasible approach to the wireless propulsion 
and control of robots is through externally 
applied magnetic fields. 

Permanent 
magnet Magnetic 

Resonance 

Electromagnets 



 G. Lucarini et al, Accurate and smooth navigation of magnetic microrobots under different control 
architectures, IEEE Transactions on Automation Science and Engineering, under revision. 

Control by electromagnets 

•  Teleoperated and autonomous control were implemented and compared in 
terms of maneuverability of the microrobot along an eight-shaped path 

Teleoperated 
control 

Autonomous 
control 



We had Many 
Dreams …  

… Now Some of 
Them are Reality!  

1985 

1991 

1992 

1988  

Next Grand Challenges for Robotics 
Surgery: transforming (more) dreams into 

reality 



Science Fiction Becoming Reality  

SCIENCE 

fiction 
REALITY @ 

SSSA 



Next Grand Challenges for 
Robotics Surgery 

Transforming (more) dreams 

into reality 

Dreaming new dreams 



… from wired 
to wireless 

… from external (e.g. magnetic) 
powering to harnessing internal 

actuation and environmental energy 
…  

… up to the 
hyper-integration of 
micro-/meso-/nano-

components 

Next Grand Challenges for Robotics 
Surgery: Dreaming New Dreams, 
Building Bridges and Breaking 
Barriers 



https://trac.lcsr.jhu.edu/ciss
t/wiki/sawIntuitiveResearch
KitTutorial#a1Introduction 

SURGICAL ROBOTICS & ALLIED 
TECHNOLOGIES LAB 

Within October, a Da Vinci Research Kit 
with an open controller will be available at 
the Institute of BioRobotics (location to be 
defined 3mx1.5mx2m) . 
We look forward collaboration 
opportunities between different areas 
and we propose the use of the kit for 
educational activities. 



User group of Da Vinci Research Kit 



El.En. S.p.A. a Global Leader 
in Medical Laser Technology 

The strategy: integrating 
medical lasers with image-
guided robotic manipulators 



El.En. S.p.A. a Global Leader 
in Medical Laser Technology 



Minimally Invasive Laser Robotic assisted 
Diagnosis and Surgery 

(MILoRDS, Regione Toscana) 

Objective 1 

Anterior 

Laser assisted surgery of the 
anterior eye: 
• Corneal transplants 
• Glaucoma 
 

Laser assisted surgery of the 
posterior eye: 
• Retinal diseases  
• Vitreous humour  
 

Objective 2 

Posterior 



Minimally Invasive Laser Robotic assisted 
Diagnosis and Surgery 

(MILoRDS, Regione Toscana) 

MICROSCOPE 

ROBOTIC 
MANIPULATOR 

EYE FIXING 
SYSTEM 

LASER 

Objective 1 



Laser assisted robotic 
surgery in UROLOGY 

PROBLEM:  
• To perform the laser treatment of benign prostatic hypertrophy 
(BPH), by reconstructing the channel of the prostatic urethra in a 
homogeneous way 
• To increase the accuracy of the treatment  
• To ensure the contact between the laser fiber and the tissue, thus avoiding 
thermal damage (carbonization) as much as possible  
 Prostate 

 

Laser 

BPH 
 

Shared control: 
Cystoscope is mounted 
on the robot’s end 
effector and moved by 
surgeon 

Laser Optics 
 

Case 

FBG Sensor 

Cystoscope 

6 DOF ADEPT Robot 

Imaging system (3D 
RX) 

SOLUTION: a guidance system to provide the surgeon with 
a 3D visualization and sensor feedback 

Strain sensor for detecting 
contact with tissue 

ROBOTIC PLATFORM 



Better 
Healthcare? 

Robotics Technologies 

Nanoengineering 

Magnet 

Metastatic 
cells bound 
with CNTs 

Tumor 
CNT 

Cell 

I
m

a
g
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Concluding Remarks 
 Robotics technologies just begin to show their tremendous 

potential in Surgery 

 The advantages of robotics (accuracy, repeatability, motion 
control, image-based planning, “intelligence”, learning and 
cognition, etc.) has effective potential for filling the gap 
between academic research and real clinical applications 

 An extraordinary opportunity to explore and implement new and 
even visionary ideas (just as happened 25 years ago, when 
the robots now in clinical use were conceived and 
preliminarily tested)  

 The grand challenges for robotics: the performance of  
therapeutic technologies should match the progress of current 
diagnostic technologies, and including as many 
functions/capabilities (mechanical, optical, chemical, powering, 
electronic …) into a miniaturized shell 

 Extraordinary opportunities for imaginative surgeons and for 
collaboration between surgeons, robotics researchers and 
industry 
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